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V-S SERIES VARIACS — NEW, 
IMPROVED MODELS REPLACE 
200-C SERIES 

• FOR MANY YEARS the 200-C 
^"ariac has been our most poi)ular single 
instrument. We might, j)erhaps, have 
chosen to let well enough alone and con¬ 
tinued 200-C sak^s indefinitely. Yet, inevi¬ 
tably, such a course collides with the hard fact that failm'C to progress 
is to retrogi'ess. 

Mere change, however, is not progi*ess. In supj)lanting the 200-C 
with the V-5 we have made every effort to incorporate features that are 
truly im])rovemonts. C’aieful consideration has lieen given to each 
factor, including greater convenience and utility, reliability, iminoved 
a})i)earance, and increased value. 

For your convenience the V-5 has the new General Radio Unit Hnish, 

Ficcre I. I'lie old and llie new. At the right ib shown the new Type V-.5MT, 
ut the left the old Type 200-CM. 
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Figure 2. **l'lic new General Radio unit 
bniBh . . . can he changed without tools.** 


which can be changed (Figure 2) without 
tools. Tlie V-5 Brush has a further ad¬ 
vantage in that its low sprung weight 
reduces hammering and arcing under 
vibration cxmclitions, injurious to both 
brush and winding, and it is designed to 
prevent contact of the brush holder with 
>vindings and consequent short-circuit 
damage. Proper brush pressure is as¬ 
sured by the use of an accurate coil 
spring, which in turn is electrically 
shunted so that the spring is not sub¬ 
jected to load current. Brush travel is 
limited by a resilient st-oji. 

No longer is it necessary to take prac¬ 
tically the whole moving assembly apart 
to reverse a shaft in changing from panel 
to table moimting, or vice versa. A 
single screw (Figure 3) kiosens the shaft 
for removal or tightens it in assembly. 
Brush adjustment and the resilient stop 
setting are unaffected by shaft reversal. 

Figure 3. single screw 

loosens the shaft for removal or 
tightens it in assembly.** 


Variacs have to be carried, and knobs 
are poor and imreliable handles, relying, _ 
as they do, on set screws. Figure 4 
shows the V-5 cord with molded-on plug 
which, wound about the Variac and 
plugged into the Variac outlet, serves as 
an excellent carrying strap. 

Rubber feet, that squeeze back into 
their sockets for panel mounting, make 
V-5 Variacs considerate of your 
bench, table, or desk, and provide suffi¬ 
cient friction to prevent slipping even on 
smooth surfaces. Rounded contours, 
devoid of sharp or irregular projections, 
still further protect against damage to 
adjacent objects (including hands and 
feet) in the inevitable bumps and drops 
that occur in the life of an instrument. 

Dials with BIG calibration figures 
and additional scale points make V-5 
Variacs easy to read and to reset. Clock¬ 
wise rotation to increase output is the 
rule. 

Terminals have both solder and 
screw connection facilities, are easy 
to get at, and logically arranged. Bar¬ 
riers reduce the hazard of short-circuits 
from loose strands. A circuit diagram, 
integral with the terminal strip, identi¬ 
fies each lead and indicates normal volt¬ 
ages (not turns, as heretofore) 
between leads as a wiring aid. Extra 
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terminals (6 and 7) greatly extend the 
usefulness of the V-5 Series Variacs 
when used with supplementary trans¬ 
formers. The terminal strip itself is a 
high-impaet-strength molding, pro¬ 
tected by a metal, fil>er-lined cover to 
reduce further the possibility of break¬ 
age. If, however, you are ingenious 
enough to break it, the only tool re¬ 
quired for replacement is a screw' driver. 

Next to a zipper, the V-5 case and 
terminal cover assembly method is the 
fastest. Two screw's only are required for 
the assembly of the two pieces to the 
base. A cover band, canw'ing integral 
rivets, cooperates with the .screws to 
form a secure yet rapid assembly. Type 
numbers distinguLshing cased and un¬ 
cased models are automatically formed 
by registering tabs on the parts. 

A new, heavy-duty switch bi-eaks 
both sides of the line in mounted V-5 
models. Provision is made for polarity 
indication for use with grounded loads, 
which, while seldom recommended, are 
sometimes required. 

General Radio Company has never 
featured ai)pearance for appearance’s 
sake. Yet V-5 Variacs have a distinctly 
modern look, naturally and functionally 
derived. Curves instead of angles result 
from the maintenance of fixed clearances 
witli a minimum of enclosing material. 
The top “band” is used to position the 
perforated cover side when it is w'elded 
to the top ring. The bottom “band” 
which forms the other termination of 
the cylindrical portion of the enclosure 
carries fastening rivets as previously 
explained. Both are functional. The 
flush dial is a perfectly logical method 
of conserv'ing space and material, as it 
Is eminently suitable to form a portion 
of the enclosure. The perforations w'ere 
deliberately chosen to accent the cylin¬ 
drical nature of the design. Perforations 



Figure 4. . the V-5 cord with molded-on 

plug which, wound aliout the V'ariac and 
plugged into the Variac outlet, aerves as an 
excellent carrying atrap.*’ 

were required in any event; better at¬ 
tractive than not. 

The finish selected for V-5 Variacs is 
an exceptionally dural)le matte baking 
lacquer. Its lack of high lights prevents 
distraction of attention and preserves the 
unity of the basic design. The use of 
aluminum for structural parts w'ith at¬ 
tendant corrosion resistance is further 
enhanced by this wear-resistant and 
attractive covering. 

Last but not least, don’t overlook the 
fact that V-5 Variacs deliver 25 per cent 
more KVA per |)ound than ei|uivalent 
200-C models. Grain-oriented strip cores 
permit reductions in botli iron and 
copper for comparable ratings. Alumi¬ 
num instead of zinc and steel in struc¬ 
tural parts furthers this weight reduc¬ 
tion. 

— Gilbert Smiley 
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SPECIFICATIONS 


Note: Models are dcsii^iated by type number. 
The bjisic VARIACS, V-5 (for 115-volt input) and 
V-5H (for 230-volt input), are supplied with 
terminal strip, but without case, terminal box, 
switch, convenience outlet, and cord. Models 
V-.'iM and V-5HM include the case. Models 
V-5MT and V-5HMT are complete mounted 


models with case, terminal box, switch, cord, and 
outlet. 

Dials: Dials are eriRraved for overvoltage conne<*- 
tion (135 or 270 volts maximum). Special dials arc 
available for 115- and 230-volt maximum output. 
Dial is reversible, one side for table mounting, the 
other for panel. 


Type 

r-5 

VSM 

VSMT 

V^H 

VSHM 

V^HMT 

Ijoad Hating (KVA) 

.862 

.862 

.862 

575 

.575 

.575 

Input Voltage 

115 

115 

115 

230 or 

230 or 

230 or 





115 

115 

115 

Dutput Voltage 

135 

135 

135 

270 

270 

270 

(Zero to ) 

115 

115 

115 

230 

230 

230 

Riited Current (Amperes) 

5 

5 

5 

2 

2 

2 





!♦ 

!♦ 

\* 

Maximum C'urrent (Amperes) 

7.5 

7.5 

7.5 

2.5 

2.5 

2.5 

No-Load Iat.hs — 60 (Watts) 

0 

9 

9 

9 

9 

9 

Driving Torque (Inch — Ounces) 

30-50 

30-50 

30-50 

30-50 

30-50 

30-50 

Overall Height for Table Mounting (Inches) 

5 

5 

5 

5 

5 

5 

Maximum Panel Thickness (Inches) 

H 

H 

% 

Vs 

Vs 

H 

Depth behind Panel (Inches) 

3*'^ 

351^ 

3>‘.6 


3>‘4 

3>»4 

Diameter of Variac Cylinder (Inches) 

4‘«4 

4“3» 

4»/ji 




Atld for Terminals (Inches) 



l“3i 


•di 

1'‘4 

Not Weight (Pounds) 

6?4 

7 

7^ 


6»4 


C<kIo Word 

COBRA 

COPAL 

CORAL 

CULPA 

CUMIN 

CUPID 

Price 

$16.50 

$17.50 

$20.00 

$21.50 

$22.50 

$25.00 


•With 115-volt input applied across half the winding. 



Figure 5. linivcrsal 
dimension drawing 
for the V-5 series oi 
Variacs. The basic 
V-5 Variac is shown 
in full lines. The case 
(M) and the terminal- 
box cover (T) are 
sht>wn dotted. The 
knob and dial in panel 
mounting position are 
also shown dotted. 
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D AND Q 


^ •THE POWER LOSSESin lx»tli 
ciipiwitors and inductors can be ex¬ 
pressed in several different ways. In a 
perfect reactor the current either leiwls 
or lags the voltage by exactly IK)® as 
sliowTi in Figure 1. When jmwer losses 
occur, the phase angle 0 l>ecomes less 
than 1)0® by an angle 5 called the lass 
angle or phase defect angle, as shown in 
Figure 2. The p<jwer loss IT is a dire«!t 
function of this loss angle; 

M’ = cos 0 = El .sin h (1> 
where the trigononietri<! functions are 
defined as the ])ower facU)r. 

1Tie reactor can be re]}re.sented either 
as a parallel or series circuit,' assho>\Ti in 
Figures 3 and 4. For thtwe circuits, the 
power lass is 

»• = ^ = i^H, (2) 

tip 

The ratio of parallel reactance and j)aral- 
lei resistiuice is called the flissipation 
factor D, while its r(;ciprocal is called 
the storage factor Q. 


Q Rp n X, 
Ctmiliiiiing Eejuations (2) and (3) 
... E'^l) 

H = ~ = — = l^DX, 


A'. 


QXp 


I^X, 

Q 


(4) 


» Tuttle, W. N*.,**The SeriM and Parmllel CommnenU of 
Impedmice." GimeraJ H<ulio Bxp€rimeHtrr, Xa. S, Jan¬ 
uary. 1U46. 


Fi<;i:rk 1 {left). Krlatioii lirtwren current uml 
voltage for a perfect reactor. PliuHe angled 
FitO'RK 2 Relation between current 

4111(1 voltage for a nraiaor having lo($s(;($. Phane 
angle 0 differs from hy Icms angle. 




Fici’RK 3 (alnne). Parallel compoiieiitH of a 
reactor. 

Ficcrk 4 (bcluiv). .Series componeiitH of a 
reactor. 

The names uf tlu?st* factors are appro¬ 
priate, for dissipation factor D is pro¬ 
portional to the iK)wer dissipated in the 
resistive elements, and storage factor Q 
i.s proportional to the power stored in 
the reactive elements. The relation of 
these factors to the phase and loss angles 
as showm in Figure 2 is 

/> = “ = cot B = tan 5 (5) 

H 

J-)issij)ation factor and power factor 
differ by less than 1% when their values 
arc less than 0.15. 

Dissipation factor and storage factor 
are used as figures of merit, or c|uality 
fa<jtors, for capacitors and inductors. It 
has l)ecome customary to use di8si))ation 
factor D for capacitors and storage 
factor Q for inductors. There are, how¬ 
ever, many reasons for using di.ssipation 
factor exclusively. In the first place, any 
])ower loss is a defect, a departure from 
perfection, and the factor that measures 
it should vary dire<’tly with it and go to 
zero for zero los-s. Dis.sipation factor 
mc'cts this ro(|Uinunent and stonvge 
factor does not. \'alues for several types 
of capacitors are given in Table I. 
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TABLE I 


CapacitorB 

D 

Q 

l*ai)er. Ordinary 

0 02 

50 

Paper. Quality 

0 0U5 

200 

Mica, Ordinary 

0.(102 

5(M) 

Mica, Quality 

0 1)005 

2000 

Polyatyreiie 

0.0002 

.5000 


It IS sometimes virgcni that dissipation 
factor is awkward lxK*aiise it is a (iecimal. 
with several ciphers before the sig:nifi- 
cant figure. To remedy this, dissipation 
factor has Ix^n exjiresscd in i)er rent, 
as is customaiT for i)ower factor when 
used for power transmission. Tliis has 
led to endless confusion when it becomes 
necessar>' to state the accuracy of its 
measurement also in jxjr cent. For this 
reason, it is ex])ressed iis a ratio in all 
ASTM specifications and in all General 
Radio publications. There is only a 
slight gain in the numl>er of figiires re¬ 
quired if storage factor Q is used instead, 
as is shown in Table 1, and the ability 
to show accura<^y by the number of 
significant figures is impaired. 

In the second place, whenever there 
is more than one source of loss in a 
reactor, the dissipation factors repre¬ 
senting such losses add direcrtly to give 
the total dissipation factor. Multiple 
storage factors can be added only by 
taking the reciprocal of the sum of their 
reciprocals, in other words by first cal¬ 
culating dissipation factor. A good 
example of multiple dissipation factors 
is offered by a capacitor with a solid 


dielectric,^ such as mica. Over a wide 
frequency range there are three kinds 
of losses, as shown in Figure 5. At low* 
frequencies interfacial imlarization pro¬ 
duces a dissipation factor Di, wdiich 
decreases with increasing frefpiency in 
such manner that it results in a .straight 
line with a slojie less than 45® on a log- 
log plot of dissipation factor against 
frequency. Such a law' would produce a 
ver>' low' dissipation fat^Uir at high 
frequencies. There is in addition a 
residual polarization, whose origin Is 
not understood, which produces a mini¬ 
mum dis.sipation factor that is cx>n- 
stant with frequency. At high frecjuen- 
cies ohmic resistance in the leads to the 
capacitor becomes an important soun^e 
of loss, both because the reactance de¬ 
creases with increasing frequency and 
l^ecause skin effect in the leads increases 
their resistance as the square root of the 
frequency. Hence, dissipation factor D, 
from this source increases as tlie 3/2 
power of frequency. Total dissipation 
factor is the sum of the three separate 
dissipation factors. Obviously, storage 
factor is useless in such a summation. 

Storage factor Q has been u.sed for 
inductors for a long time in connection 
with tuned circuits. In a tuned circuit 
in which a voltage e \s introduced 
either through a series resistance as 

* Field, R F., “Frequency Cherecteriatica of Decade 
Condenaera,*’ Oeneral Radio BTprrimenttr, XVII, 6, 
October, 1942. 


Ficcrr 5. ( iomfMjncnt (liseination factors of a mica 

capacitor; Di from inicrfaciui inilarizalioii, D, from Figube 6. Circuit for mcaaiir- 

rceidual polarization, and />, from scrica resistance. ing step-up vtdtage ratio. 
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shown in Figure 6, or inductively, the 
ratio of the voltage developed across the 
tuning capacitor to the input voltage is 
the storage factor Q of the circuit. 


= («) 


^ = = ^ 
c R RwC 

If an air capacitor or a mica capacitor is 
used, the losses of the inductor are 
usually so much greater than those of 
the cai>acitor that it has become com¬ 
mon practice to consider that this volt¬ 
age step-up is the storage factor Q of the 
inductor. But even here there may be 
multiple losses. With care it is jiossible 
to design an air core inductor using in¬ 
sulated stranded wire (litzendralit) hav¬ 
ing a dissipation factor of 0.002 {Q = 
500). A poor mica capacitor could easily 
have a dissipation factor of 0.(K)1 
(Q = 10(X)). Mere is a 50% error if tlie 
voltage step-up is used. If both losses 
are considered, it is much faster to note 
that the total dissipation factor is 0.003 
than to add the reciprocals of 500 and 
1000 which, when it Is done, amoiuits to 
first calculating dissipation factor. 

Inductors furnish just as good an 
example of multiple dissipation factors 
as capacitom. In an iron-core coil there 
are three sources of loss^, as shown in 
Figure 7. At low frequencies, the dis- 

> MeKlroy, V. K.. and Field. R. F.. “How Good ia an 
IroD-CfirM Coil?". Qtneral Radio BxperimtnUr, XVI, 10. 
.Martdi. 1U4:; 


sipation factor produced by the 
ohmic resistance of the inductor varies 
inversely with frequency and is there¬ 
fore a straight line sloping down at 45° 
on a log-log plot of dissipation factor 
against frequency. Hysteresis losses in 
the iron core provide a dissipation factor 
D/i which is constant with frequency and 
whose magnitude increases with flux 
density. Eddy current losses in the iron 
laminations increase with frequency and 
produce a dissipation factor D, which 
increases directly w’ith frequency. The 
total dissipation factor is the sum of the 
three separate dissipation factors. As 
noted under capacitors, it would only 
complicate matters to try to use storage 
factor Q. 

Air-core inductors used near their 
resonant frequencies offer a different set 
of three losses. Ohmic resistance fur¬ 
nishes a dissipation factor Dc varying 
inversely with frequency as sliown in 
Figure 8. There are eddy current losses 
in the copper winding which l:>ehave in 
the same mamier as eddy current losses 
in iron and give a dissipation factor D« 
which increases directly with frequency. 
F'inally the distributed (lapacitance of 
the inductor has a dissipation factor Dq 
of its OW'D and determines, with the 
inductance of the coil, a natural fre- 
(juency /o. The dissipation factor Df 


KlGl HK 7. Comnoiieut flit^ipatiuii factors (»f 
ail iroii«c(>rcd coil; Ug from ohmic rcnifitaiic^, 
/>* from liYMtcreiiiH, and D, from eddy ciirrcnla. 


Ficijrr 8. Ojm|M>iirnt ditihipatiun factors of 
an air-cored coil; 1)^ from ohmic resistance, U, 
from eiJdy ciirrciils, and Df from distributed 
capacitamM*. 
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which this capacitance produces in the 
coil varies with the square of tlie fre¬ 
quency, having, of course, the value Do 
at /o. Again this total dissipation factor 
is the sum of the three separate dissipa¬ 
tion factors. 

An even more complicated case is a 
multiple layer toroid with a low per¬ 
meability dust core for use at high 
frec^uencies. There are five sources of 
loss, ohmic resistance, eddy currents in 
Iwth iron and copper, hysteresis losses 


in the iron, and dielectric losses in the 
distributed capiuriUince. 

It thus appe^iTs tlmt in both the 
analysis and the synthesis of losses in 
capacitors and inductors, dissipation 
factor best expresses their losses. Since 
both capacitors and inductors are now 
used over very wide ranges of frequency, 
it is logical to u.se for all other calcula¬ 
tions the factor in terms of which the 
losses are l^est expressed, namely di.s- 
sipation factor D, 

— Robert F. Field 


NEW ADDRESS FOR WEST COAST OFFICE 


• IN ORDER to take care of the 
increasing activity of our west-coast 
office, we are moving to larger quarters 
at 950 North Highland Avenue, Ix)s 
/Vngeles 38, California, about two 
blocks west of our former location. The 
telephone number is Hollywood 0201. 


The increased space and better facili¬ 
ties at the new addre.ss will enable Mr. 
Frederick Ireland,the engineer in charge, 
and his staff to handle the requirements 
of our west-coast ciLstomers with the 
same efficient service as in the past. 


^ I 


GENERAL RADIO COMPANY 

275 MASSACHUSETTS AVENUE 

CAMBRIDGE 39 MASSACHUSETTS 

TELEPHONE: TROWBRIDGE 4400 

BRANCH ENGINEERING OFFICES 


NEW YOIR I. NEW YORK 
II WEST STREET 
TEl.-WORTH 2 SS37 



LOS ANGELES SI. CALIFORNIA 
III NORTH HI6HLAN0 AVENUE 
TEL.-HOLLYWOOD 1211 


CHICAGO S. ILLINOIS 
121 SOUTH MICHIGAR AVENUE 
TEL.-WAIASH 3121 
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